EL Class I

EHEDG hereby declares that the product

Promass E, K, Dosimass Coriolis flowmeter (DN08 through DN80)

from

E+H Flowtec AG, Kaegenstrasse 7, CH-4153 Reinach BL1, Switzerland

has/have been evaluated for compliance and meets/meet the current criteria for

Hygienic Equipment Design of the EHEDG

Certificate No. EHEDG-C1800055

Signed ___________________________ President EHEDG
Ludvig Josefsberg

Signed ___________________________ EHEDG Certification Officer
Karlijn Faber

EHEDG
Gooimeer 1
1411 DC Naarden
Netherlands

©EHEDG
EHEDG Certification – Equipment Evaluation Form

Date: 18.11.2019
EHEDG File Number: EHEDG-C1800055
Certification Type: EL CLASS I

Applicant: Endress+Hauser FlowTec AG, Reinach, Switzerland

Equipment: Coriolis Mass Flowmeter

Type or model No/s.: Promass E, K and Dosimass

Other essential identification:

Evaluated by:
Name: Alan Friis

Approved by:
Name: Rafael Soro Martorell
Title: [AEO]

Date, Signature: 25.11.2019

1. Results of inspection for compliance with the EHEDG Hygienic Design Criteria.
   Conclusion:
   The equipment complies with the criteria.  
The use of the EHEDG Certification logo is justified:
   YES ☑
   MAYBE ☐

2. Evidence for compliance provided and convincing for Certification.
   Conclusion:
   The equipment complies with the criteria where possible.
   The use of the EHEDG Certification logo is justified:
   YES ☑

Signature:

Date: 18.11.2019

The original of this form will be kept by EHEDG together with the application, the inspection report, the evidence provided and any other relevant documentation, as listed on the back.