EL Class I

EHEDG hereby declares that the product

Promass F Series Flowmeters (DN08 through DN100)

from

Endress Hauser Flowtec AG, Kaegenstrasse 7, 4153 Reinach, Switzerland

has/have been evaluated for compliance and meets/meet the current criteria for

Hygienic Equipment Design of the EHEDG

Certificate No. 01/2018.

Signed ___________________________ President EHEDG

Ludvig Josefsberg

Signed ___________________________ EHEDG Certification Officer

Mirjam Steenaard

EHEDG Secretariat
Lyoner Straße 18
60528 Frankfurt am Main
Germany

©EHEDG
Appendix 3

EHEDG CERTIFICATION - EQUIPMENT EVALUATION FORM
OFFICIAL ENGLISH VERSION
EQUIPMENT INTENDED FOR CLEANING WITH LIQUID WITHOUT DISMANTLING, TYPE EL CLASS I

Equipment: Promass F Coriolis flowmeters
Type no.: 
Other essential identification: Sizes DN08 through DN100

Date: February 15th 2018
Number: 01/2018

Evaluated by:
Name: Henrik Ebbe Fallesen
EHEDG or EHEDG Authorized Organization: DTU, Kgs. Lyngby, Denmark

Approved by:
Name: Dr. Nicolas Rossi
EHEDG or EHEDG Authorized Organization: ACTALIA Sécurité des aliments, France

Date, Signature: 20/02/18

1. Results of inspection for compliance with the EHEDG Hygienic Design Criteria.
   Conclusion:
   The equipment complies with the criteria.
   The use of the EHEDG Certification Type EL CLASS I logo is justified:

   YES
   MAYBE
   NO

2. Only unavoidable reasons for non-compliance present. Evidence for compensation provided and convincing for Certification.
   Conclusion:
   The equipment complies with the criteria where possible.
   The use of the EHEDG Certification Type EL CLASS I logo is justified:

   YES
   NO

Signature: [Signature]

Date: February 15th 2018

Type EL CLASS I
Certification: Yes No

Cross out as appropriate.

The original of this form will be kept together by the EHEDG or the EHEDG Authorized Organisation with the application, the inspection report, the evidence provided and any other relevant documentation, as listed on the back.

EL-Contr-APP3-ELClassI-Rev Nov 2014 Page 1 of 2
<table>
<thead>
<tr>
<th>No.</th>
<th>Description</th>
</tr>
</thead>
<tbody>
<tr>
<td>001</td>
<td>Certificate of Compliance with Hygienic Design criteria of EHEDG</td>
</tr>
<tr>
<td>002</td>
<td>Contract to use the EHEDG Certification Logo for equipment</td>
</tr>
<tr>
<td>003</td>
<td>Appendix 1A: EHEDG Authorised Certification Organisations</td>
</tr>
<tr>
<td>004</td>
<td>Appendix 1B: EHEDG Certification Type EL, Equipment intended for cleaning with liquids without dismantling</td>
</tr>
<tr>
<td>005</td>
<td>Appendix 2: Conditions for use of the EHEDG Certification Logo</td>
</tr>
<tr>
<td>006</td>
<td>Appendix 3: EHEDG Certification - Equipment Evaluation Form</td>
</tr>
<tr>
<td>007</td>
<td>Hygienic design evaluation report No DTU CHD DR 2018 2018 8037-086-1</td>
</tr>
<tr>
<td>008</td>
<td>Drawing of the flowmeters: No 323215-0000UBA</td>
</tr>
<tr>
<td>009</td>
<td>Test report of the in-place cleanability test method, DTU CHD 2018 8037-086-1</td>
</tr>
<tr>
<td>010</td>
<td>Example of the EHEDG EL CLASS I logo</td>
</tr>
</tbody>
</table>